
Mechanical complications of median sternotomy, such as sternal dehiscence, fracture, and 
mediastinitis, may cause significant morbidity and mortality in patients who undergo cardiac 
surgery. These complications can lead to prolonged hospitalization and sometimes require 
surgical sternum revision(1). In high-risk patients, such as those with chronic obstructive lung 
disease, morbid obesity (BMI > 30), chronic renal failure, diabetes mellitus, chronic steroid 
use, reoperative surgery, older age, off midline sternotomy, and osteoporosis, complications 
of sternotomy may occur more frequently. Although stainless steel wire closure remains the 
standard  technique  for  stabilizing  the  sternum  after  sternotomy,  many  different  and  novel 
techniques or devices and corsets have been utilized to reinforce sternum stabilization(1-6). All 
these techniques are used at the end of the surgery or during the postoperative period. However, 
our simple method aims to protect the sternum during the surgery, thereby reducing the rate of 
complications.
Technique
After median sternotomy, the sternal bone is first examined to assess whether sternotomy is in 
the midline or off the midline. The structure of the bone is also evaluated for the presence of 
fragility or inadvertent fractures. Then, a piece of large venous cannula line of sufficient length 
is divided into two equal pieces. Each piece is longitudinally cut to form two elastic and soft 
covers to fit the free sternal edges (Figure 1A,B). Initially, the free edges of the sternum are 
covered with sterile clothes or gauze, followed by placing the pieces of previously prepared 
venous cannula line on the clothes (Figure 2). Finally, a sternum retractor is placed to open the 
mediastinum, and the pieces of venous cannula line remain between the retractor and sternal 
edges (Figure 3).
Discussion
Postoperative  sternal  dehiscence with  or without mediastinitis  is  a  serious  complication  of 
cardiac surgery, which may lead to considerable disability. New tools or corsets are usually 
aimed at preventing sternal separation after surgery, but they cannot prevent sternal fracture, 
smash, damage, or costochondral fractures, which may be created by sternal retractor, during 
the surgery. Using cannula lines, we believe that the pressure on the free edges of the sternum 
due  to  the  retractor may be equally distributed along  the entire edge of  the sternum. Thus, 
when  the mediastinum  is  opened,  the  separation  of  the  sternum becomes  easier  and  safer, 
and  the  rate  of  occurrence  of  fractures  may  be  minimized.  Moreover,  the  technique  also 
increases  the  success  rate of  sternal  reconstruction using  stainless  steel wires or other new 
tools  because  of  decreased  sternal  damage during  surgery. This may  also  decrease  the  use 
of newly developed sternal constructing tools, which may in turn decrease the cost. Indeed, 
one of the main advantages of this technique is the very low cost without the need of extra 
tools. The venous cannula lines of the cardiopulmonary bypass tube system can be used in all 
open cardiac surgeries, and an appropriate length of the line can be easily cut out. This line is 
large, soft, elastic and sufficiently thick to form a protective cushion between the sternum and 
retractor. It easily molds around the sternal edge due to the initial tubal structure, making it 
suitable for the sternal edge. We believe that this technique is very simple, cheap, and effective 
for protecting the sternal bone during cardiac surgery, especially in patients with risk factors for 
sternal complications, such as old age, osteoporosis, fragile bones, fractures during sternotomy, 
and removal of sternal wires from previous cardiac surgeries. 
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Figure 1 (A) Venous  cannula  line.  (B) Two  equal  venous  cannula  lines 
which are longitudinally cut.

Figure 2. Prepared venous cannula lines are placed on the clothes.

Figure 3. The venous cannula lines are between the sternum retractor and 
free edges of the sternum.


