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ÖZ 

Günümüzde biyosensör teknolojisi ve uygulamaları, hastalıkların hızlı teşhisi ve tedavisinin izlenmesi 

için vazgeçilmez bir araç haline gelmiştir. Bu çalışmada, sensörlerin  duyarlılığını ve seçiciliğini 

belirleyebilmek  dört QCM (Kuvartz Kristal Mikroterazi) sensörü kullanöıştır. [1]. Deneysel olarak 

algılanması gereken analitlerin konsantrasyon değişimine karşı frekans farkı değişmleri alınmış ve 

yorumlanmıştır.  Sonuçta referans sensöre karşı kaplanmış olan sensörelerdeki tepkilerin  frekans 

değişimleri oaransal olarak algılanan kütle değişimleri tepkileri elde edilmiştir.  Sonuçta algılanan 

kütle değişimlerinin konsantrasyona göre değişimlerinden, yaklaşık doğrusal tepkiler alınmıştır. Bu 

çalışmada deneysel olarak kullanılan analitler protein fibronektin (FBN), nükleik asit (DNA), 

proteinaz-K ve sığır serum albümini (BSA)  dört farklı biyomolekül ajanlarının farklı 

konsantrasyonları kullanılarak 3 farklı kaplanmış QCM sensör kullanılarak kütle değişiminin frekansa 

karşı olan değişimleri alınmıştır. Her bir değişimin matematiksel eşitlikleri elde edilerek olası 

biyosensör kullanımlarında QCM sensörlerin duyarlı olduğu ve ilgili analitlerin tespitinde 

kullanılabilecekleri araştırılmıştır. 

BSA: Bovin Serum Albumin, FBN: Fibronektin, DNA: Deoksiribonükleik Asit. 

 

Anahtar Kelimeler: QCM sensör, immünosensör, sensör sistemi, duyarlılık 

 

APPLICATION OF QCM IMMUNOSENSOR 

 

ABSTRACT 

Today, biosensor technology and applications have become an indispensable tool for rapid diagnosis 

and monitoring of diseases. [1]. In this study, four QCM sensors are used to determine the sensitivity 

and selectivity of the sensors. The frequency difference changes against the concentration change of 

the analytes that should be detected experimentally were taken and interpreted. As a result, the 

perceived mass changes responses were obtained proportionally to the frequency changes of the 

responses of the coated sensors against the reference sensor. As a result, approximately linear 

responses were obtained from the changes in the perceived mass changes with respect to the 

concentration. The changes of mass change versus frequency were taken using three different coated 

QCM sensors using different concentrations of four different biomolecule agents experimentally used 

in this study, namely protein fibronectin (FBN), nucleic acid (DNA), proteinase-K and bovine serum 

albumin (BSA). By obtaining the mathematical equations of each change, it was investigated that 

mailto:mariya.mohamed@ogr.dpu.edu.tr
mailto:mali.ebeoglu@dpu.edu.tr
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QCM sensors are sensitive in possible biosensor uses and that they can be used in the detection of 

related analytes. 

BSA: Bovin Serum Albumin, FBN: Fibronectin, DNA: Deoxyribonucleic Acid. 

 

Keywords: QCM sensor, immunosensor, sensor system, sensitivity. 

 

1. GİRİŞ 

 

Günümüzde biyosensör kullanılan sistemlerin artarak kullanıldıkları gözlemlenmektedir. Özellikle 

ucuz ve kısa süreli tekrarlanabilir tepki vermeleri nedeniyle kullanım alanları özellikle sağlık alanında 

artmaktadır. Bu yeni analitik cihazlar, özellikle de sağlık alanında ve güvenlikli sensör sistemleri 

tasarımlarında yaygın olarak kullanım alanı bulmaktadır.  

 

Çevremizdeki kirleticilerin belirlenmesinde biyolojik ajanların hızlı, güvenilir, ucuz ve doğru bir 

şekilde tespit edebilen sensör sistemlerine gereksinim duyulmaktadır. Fakat halen kullanılmakta olan 

geleneksel yöntemler, genellikle merkezi kurulumlarda, önemli miktarda sermaye ve yüksek nitelikli 

işgücü gerektiren karmaşık analitik laboratuvarların kullanılmasını gerektirmektedir. Biyolojik 

ajanların tespitinde düşük maliyetli ve yüksek verimli biyosensör tabanlı cihazlar 

geliştirilebilmektedir. Ayrıca biyomedikal izleme gibi çeşitli alanlarda da kullanılabilmektedirler. 

Genellikle kütle değişimini ng mertebesinde seçici ve yüksek duyarlıklı olan SAW ve QCM sensörler 

bu tür sistemlerde algılayıcılar olarak kullanılmaktadır. [2]. Özellikle basit yapıları nedeniyle QCM 

sensörler uygulamalarda tercih edilmektedirler. Bu çalışmada deneysel olarak kullanılan analitler 

protein fibronektin (FBN), nükleik asit (DNA), proteinaz-K ve sığır serum albümini (BSA)  gibi dört 

farklı biyomolekül ajanların farklı konsantrasyonları kullanılarak, üç farklı algılayıcı ile kaplanmış 

QCM sensörler kullanılarak kütle değişiminin frekansa karşı olan değişimleri elde edilmiştir. Bu 

sistemde kullanılan analitlerin değişimlerini incelemek için dört farklı QCM sensör, bunlardan bir 

tanesi algılayıcı kaplanmamış referans sensör olarak kullanılmıştır. QCM sensörlerin frekans 

farklarını algılamak için de ticari olarak geliştirilmiş QCM200 sistemi kullanılmıştır. QCM 200 

kullanılarak analitlerin belirlenen konsantrasyonlarına karşı frekans değişimleri alınarak PC de 

kaydedilmiştir. Deneysel olarak alınan frekans değişimlerini kullanarak, sensörlerin algılanan kütlesel 

duyarlılıkları ve seçicilikleri analiz edilmiştir.   

 

2. DENEYSEL ÇALIŞMAlAR 

 

Son yıllarda, son derece hassas bir sensör olarak QCM'ler, özellikle biyomedikal alanlar olmak üzere 

çeşitli alanlarda yoğun bir şekilde çalışılmaktadır. [3] [4] [5]. Deneysel çalışmada QCM sensörler 

rezonans frekansının kütle değişimine duyarlıdır. QCM sensörlerin elektrotlara kaplanan malzemenin 

seçiciliği ve duyarlılığı farklılaştırmaktadır. Deneyde kullanılan analitlerin konsantrasyonuna göre 

kütlesel bağımlılığı sensörlerde farklı rezonans değişimlerinin oluşmasına neden olmaktadır. Hem 

analit farklılığı ve hem de farklı konsatrasyon nedeniyle elde edilen frekans değişimleri oluşmaktadır. 

Elde edilen değişimler yorumlanarak algılanan analitin kimliği ve konsantrasyon verisi elde edilmeye 

çalışılmıştır. QCM sensörlerin frekans farklarını algılamak için QCM200 kullanılmıştır. Analitlerin 

değişimlerini incelemek  dört farklı QCM sensör kullanılmıştır. QCM sensörlerden bir tanesi 

algılayıcı kaplanmamış, referans sensör olarak kullanılmıştır. Deneylerde frekans değişimini 

algılamak için QCM 200 kullanılmıştır. Herbir Analitin belirlenen konsantrasyonlarına karşı frekans 

değişimleri tüm sensörler için alınarak PC de kaydedilmiştir. 
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Şekil 1. Deneyde Kullanılan QCM Algılama Sistemi. 

 
Şekil.2 de QCM sensörlerdeki analitlerin adsorbsiyonu şematik olarak gösterilmiştir. Sistemde analit 

ve konsantrasyon değişimi QCM sensörlerin frekansında değişime neden olmaktadır. 

 

 

Şekil 2. QCM Sensörlerdeki Analitlerin Adsorbsiyonu. 

 
Sistemde analit ve konsantrasyon değişimi veya kütlesel değişim QCM sensörlerin frekansında 

oluşturduğu değişim Sauerbrey eşitliği ile hesaplanabilmektedir. QCM yüzeyindeki kütle-frekans 

ilişkisini tanımlayan Sauerbrey denklemi kullanılarak QCM sensörlerdeki frekans değişiminin, 

kütlesel değişimin bulunmasında da halen kullanılmaktadır [6]. 

 

∆m =  −CQCM × ∆f (1) 

  

Eşitlikte Δm  kütle değişimi ve Δf  frekansdeğişimidir. CQCM, 5 MHz AT-cut QCM'ler için 17.7 ng cm
-

2
 Hz

-1
 değerine sahip kütle duyarlılık sabitidir. Bu temel alınarak QCM tabanlı electronic-Nose (e-

nose) ve electronic-Tonque sistemleri geliştirilmiştir. Sistemlerde yaklaşık olarak duyarlılık S=1ng/Hz 

olarak verilmektedir. Günümüze kadar, Sauerbrey eşitliği e-nose sistemi ile gaz ortamındaki 

değişimlerde ve e-tonque sistemi de sıvı ortamındaki kütlesel değişimleri izlemek amaçlı olarak 

kullanılmaktadır [7], [8]. Bu algılama sistemlerinde QCM sensörler, yüksek seçicilik ve duyarlılık ile 

gerçek zamanlı çıktı, basit ve ucuz sistemlerde kullanılabilmektedir [9]. 

 

Damıtılmış su ile takviye edilmiş (FBN, BSA ve DNA) konsantrasyonları ile yapılan deneylerde, 

frekanstaki zamanla azalma, analitlerin (FBN, BSA ve DNA) yüzey sensörleri üzerindeki kaplama 

tabakasına yapıştığını göstermiştir. Deneyler sırasında farklı konsantrasyon oranlarındaki FBN, BSA 
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ve DNA ve saf su çözeltileri 5’er dakikalık aralıklarla ölçülmüştür. İki farklı çözelti ölçümü arasında 

da sistemin referans frekans değerine geldiği QCM sensöre distile su verilerek test edilmiştir. Elde 

edilen ölçüm sonuçlarına göre analitin konsantrasyonu artırıldıkça frekans değişimi azalmış ve 

referans frekansa göre de Δf frekans farkı artmıştır. 

Yapılan deneylerde gözlemlenen durumda Proteinaz-K kristal yüzeyindeki adsorbsiyon sonrası 

absorbe olmadan kristal yüzeyinde uzun süreli olarak yıkanana kadar kalabildiği gözlemlenmiştir. 

    
QCM0 QCM1 QCM2 QCM3 

Şekil 3. QCM0 Kaplamasız Sensör, QCM1, QCM2 Ve QCM3) Kaplamalı Sensörler. 

 
Tablo 1. QCM1 Frekansı Ve Frekans Farkları Tablosu. 

KONSANTRASYON 

(µg/µl) 

DİSTİLE SU 

TEPKİSİ (Hz) 

KAPLAMA 

FREKANSI (Hz) 

FREKANS 

FARKI ΔF(Hz) 

0,02 (FBN) 5011025,0 5009462,2 1 562,8 

0,04 (FBN) 5011035,0 5008308,4 2 726,6 

0,06 (FBN) 5011075,9 5005867,8 5 208,1 

0,08 (FBN) 5011083,6 5005312,4 5 771,2 

0,2 (BSA) 5011092,6 5009828,9 1 263,7 

0,4 (BSA) 5011125,8 5008273,0 2 852,8 

0,6 (BSA) 5011160,4 5007123,7 4 036,7 

0,8 (BSA) 5011175,0 5005972,9 5 202,1 

0,089 (DNA) 5011092,6 5007353,9 1 381,0 

0,179 (DNA) 5011310,5 5004780,1 6 530,4 

0,268 (DNA) 5011340,4 5004543,9 6796,5 

0,358 (DNA) 5011417,2 5003567,9 7 849,3 

 

Tablo 2. QCM2 Frekansı Ve Frekans Farkları Tablosu. 

KONSANTRASYON 

(µg/µl) 

DİSTİLE SU 

TEPKİSİ (Hz) 

KAPLAMA 

FREKANSI (Hz) 

FREKANS 

FARKI ΔF(Hz) 

0,02 (FBN) 5012490,3 5010403,9 2086,4 

0,04 (FBN) 5012540,3 5008658,1 3882,2  

0,06 (FBN) 5012687,5 5008526,0 4161,5 

0,08 (FBN) 5012735,1 5006917,0 5818,1 

0,2 (BSA) 5012792,4 5010711,2 2081,2 

0,4 (BSA) 5012802,4 5009774,2 3028,2 

0,6 (BSA) 5012815,0 5007802,9 5012,1 

0,8 (BSA) 5012853,5 5004620,7 8232,8 

0,089 (DNA) 5013203,5 5009905,9 3297,6 
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0,179 (DNA) 5013281,6 5007527,0 5754,6 

0,268 (DNA) 5013321,0 5005555,1 7765,9 

0,358 (DNA) 5013459,9 5005327,0 8129,9 

 

Tablo 3. QCM3 Frekansı Ve Frekans Farkları Tablosu. 

KONSANTRASYON 

(µg/µl) 

DİSTİLE SU 

TEPKİSİ 

(Hz) 

KAPLAMA 

FREKANSI (Hz) 

FREKANS 

FARKI ΔF(Hz) 

0,02 (FBN) 5006763,3 5005561,1 1202,2 

0,04 (FBN) 5006773,1 5002787,5 3985,6 

0,06 (FBN) 5007042,0 5002420,9 4621,1 

0,08 (FBN) 5007045,0 5001878,0 5167,0 

0,2 (BSA) 5007044,0 5007019,1 24,9 

0,4 (BSA) 5007024,6 5006971,2 53,4 

0,6 (BSA) 5007032,7 5006840,9 191,8 

0,8 (BSA) 5007046,3 5003001,9 4044,4 

0,089 (DNA) 5007047,2 5004438,9 2608,3 

0,179 (DNA) 5007054,2 5004024,6 3029,6 

0,268 (DNA) 5007055,4 5007034,8 1202,2 

0,358 (DNA) 5007068,9 5003168,9 3985,6 

 

 

Şekil 4.  QCM0, QCM1, QCM2 Ve QCM3 Için FBN Konsantrasyonlarına Göre Frekans Değişimleri. 

y = 75534x + 40,5 

QCM1 R² = 0,949 

y = 57372x + 1118,5 

QCM2 R² = 0,9396 

y = 62650x + 611,5 

QCM3 R² = 0,8429 

y = 3762x + 207,65 

QCM0 R² = 0,95 
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Şekil 5. QCM0, QCM1, QCM2 Ve QCM3 İçin BSA Konsantrasyonlarına Göre Frekans Değişimleri. 

 

 

Şekil 6. QCM0, QCM1, QCM2 Ve QCM3 İçin DNA Konsantrasyonlarına Göre Frekans Değişimleri. 

 

y = 6499,6x + 89,05 

QCM1 R² = 0,9938 

y = 10219x - 521,1 

QCM2 R² = 0,9416 

y = 6098,5x - 1970,6 

R² = 0,6334 

y = 176,35x + 533,65 

QCM0 R² = 0,9106 
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Yapılan deneysel ölçümlerde FBN, BSA ve DNA analitlerinin farklı konsantrasyonlarının bir sonucu 

olarak frekans değişimleri (∆f), Şekil 4, 5 ve 6 de verilen ölçüm sonuçlarında verilmiştir. Verilen 

Şekillerdeki sonuçlar için eğri uydurma yöntemi kullanıldığında QCM0, QCM1, QCM2 ve QCM3 

sensörlerinin yaklaşık doğrusal tepkiler verdiği görülmektedir. Tüm sensörler için elde edilen tepkiler, 

FBN, BSA ve DNA ölçümlerine de duyarlıdır. QCM0, QCM1, QCM2 ve QCM3 sensörlerinin transfer 

fonksiyonları da eşitliklerde verilmiştir. Eşitliklerde verilen QCM0, QCM1, QCM2 ve  QCM3 

sensörlerinin duyarlılıkları  Tablo1.5’de verilmiştir. 

 

Tablo 4. QCM0, QCM1, QCM2 Ve  QCM3 Sensörlerine Göre Ölçümlerin Sonucu. 

 DUYARLILIK 

(Hz.µl/µg) 

KORELASYON 

KATSAYISI 

BELİRLEME KATSAYISI 

((coefficient of determination) 

QCM0(FBN) 3762 0,9746 0,95 

QCM0(BSA) 176,35 0,9542 0,9106 

QCM0(DNA) 288,97 0,9479 0,9646 

QCM1(FBN) 6499,6 0,97414153 0,949 

QCM1(BSA) 6499,6 0,99691583 0,9938 

QCM1(DNA) 21068 0,87016652 0,8591 

QCM2(FBN) 10219 0,96930412 0, 9396 

QCM2(BSA) 10219 0,97038331 0,9416 

QCM2(DNA) 17675 0,95190117 0,9079 

QCM3(FBN) 6098,5 0,91807808 0, 8429 

QCM3(BSA) 6098,5 0,79585132 0,6334 

QCM3(DNA) 5348,0 0,95640353 0,9354 
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Şekil 7. QCM0 Sensörü İçin Proteinaz-K Konsantrasyonlarının Göre Ölçümlerin Sonucu. 

 
Şekil.7 verilen transfer fonksiyonu, eğri uydurma yöntemi ile elde edilmiştir. QCM0 sensörünün 

Proteinaz-K konsantrasyonunun bir fonksiyonu olarak duyarlılığı 1407,8Hz.μg/µl’dir. Proteinaz-K 

konsantrasyonlarının değerleri ile değişim frekansların değerleri arasındaki korelasyon katsayısı 

r=0,9479 olarak hesaplanmıştır. Korelasyon katsayısı +1'e yakın olduğundan, konsantrasyon değerleri 

ile Δf frekans değerleri arasında pozitif doğrusal bir ilişki olduğu görülmektedir. Bu doğrusal ilişki, 

doğrusal regresyon analizi  R
2
=0,8986 ile de kanıtlanabilmektedir. 

 

3. SONUÇLAR 

 

Bu çalışma, QCM sensörleri kullanan sağlık alanında tasarlanabilecek imünosensorlerin kullanılacağı 

algılayıcı sistem tasarımında snsör tepkilerinin belirlenmesinde yapılan bir çalışma niteliğindedir. 

Özellikle belirli kanserli hastalıkları veya belirli virüsleri teşhis etmek için kullanılan mevcut 

yöntemlere alternatif bir yöntem olarak değerlendirilebiri. Bu nedenle kanserli hastalıkların en önemli 

tedavilerinden birisi de FBN proteinidir. Bu amaçla FBN proteinin analit olarak seçilmiştir.  

Elde edilen sensör tepkilerinden elde edilen Δf değişimleri yorumlanarak algılanan analitin kimliği ve 

konsantrasyon verisi elde edilmeye çalışılmıştır.  

 

Bu bölümde sırasıyla; analitlerimizin (FBN, BSA, DNA ve Proteina-K) parametrelerinin 

belirlenmesinde sensörlerin kullanımını ve bu elementlerin (FBN, BSA, DNA ve Proteinaz K) farklı 

konsantrasyonlarda damıtılmış su karışımları ile seçicilik çalışmalarını incelemek. 

 

4. TARTIŞMA 

Bu çalışmada analitlerimizin parametreleri (FBN, BSA, DNA ve Proteinaz K) QCM sensörleri 

kullanılarak incelenmiş ve sonuçlar yorumlanmıştır. 

 

y = 1407,8x + 261,15 
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ÖZ 

 

İnme vb. tıbbi durumlar veya kazalar insan vücudunda önemli nörolojik hasarlar oluşturabilir ve üst 

ekstremitede, hastanın ellerinde motor fonksiyon kaybına neden olabilir. İnsanlara rehabilitasyon 

sürecinde yardımcı olmak için dış iskelet gibi çeşitli robotik cihazlar tasarlanmıştır; ancak, bu cihazlar 

optimum performans elde etmeyen sınırlı özelliklere sahiptirler. Hastaların el rehabilitasyon tedavisi, 

kliniklerde ve çeşitli el rehabilitasyon cihazları kullanılarak bir uzman rehberliğinde gerçekleştirilir. 

Elin rehabilitasyonunda kullanılan cihazların görevi ele pasif, aktif veya aktif yardımlı rehabilitasyon 

tedavisi sağlamaktır. Ancak el rehabilitasyon cihazlarının herhangi bir standardı yoktur. Bu çalışmada, 

el rehabilitasyon cihazlarının mekanik tasarımları ve tahrik mekanizmaları tanımlanmakta ve 

karşılaştırılmaktadır.  

 

Anahtar kelimeler: El rehabilitasyonu, Dış iskelet, Robotik,  

 

DEVELOPMENT OF DEVICES USED IN HAND REHABILITATION 

 

ABSTRACT 

 

Medical conditions or accidents, such as stroke, can cause significant neurological damage to the 

human body and cause loss of motor function in the upper extremity, the patient's hands. Various 

robotic devices such as exoskeletons have been designed to assist humans in the rehabilitation 

process; however, they have limited features that do not achieve optimum performance. Hand 

rehabilitation treatment of patients is carried out in clinics and under the guidance of an expert using 

various hand rehabilitation devices. The task of the devices used in the rehabilitation of the hand is to 

provide passive, active or active assisted rehabilitation therapy to the hand. However, hand 

rehabilitation devices do not have any standards. In this study, mechanical designs and drive 

mechanisms of hand rehabilitation devices are described and compared. 

 

Keywords: Hand Rehabilitation, Exoskeletons, Robotics 
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1. GİRİŞ 

 

Robotik rehabilitasyon cihazları engelli insanlara çok yardımcı olmaktadır. Fiziksel veya nörolojik 

engelli hastalar için motor iyileşmeyi ve işlevsel bağımsızlığı geliştirirken terapistin manuel 

çalışmasını sağlar [1]. 

 

Günümüzde dünya nüfusunun %15'inde serebrovasküler kazalar, romatoid artrit, karpal tünel 

sendromu veya bir yaralanma nedeniyle alt veya üst ekstremitelerde bir tür motor sakatlık vardır [2]. 

El engelleri söz konusu olduğunda, dış iskeletler, tekrarlanan günlük yaşam aktiviteleri için eklemlerin 

etkin hareket aralığını artırmaya yardımcı olur. Bu, önemli rehabilitasyon hareketleri ile planlı ve 

kontrollü bir şekilde yapılır. Ayrıca elin karmaşık anatomisi ve yüksek hareket kabiliyeti göz önüne 

alındığında dış iskeletler, sağlıklı bir elin hemen hemen tüm hareketlerini gerçekleştirebilen, hatta 

yapılacak göreve göre yapılandırılabilen robotik cihazlardır. Ayrıca, elin boyutuna ve parmakların 

uzunluğuna uyum sağladıklarından hasta tarafından rahat ve kullanımı kolaydır [3]. 

 

Öte yandan, HandMATE ve Narvaez ve arkadaşlarının geliştirdikleri dış iskeletler sahip oldukları 15 

derecelik serbestlik sayesinde daha iyi parmak hareketliliği sunar [4,5]. Dış iskelet tasarımında önemli 

bir faktör, basitlik, düşük maliyet, taşınabilirlik ve sezgisel kontrol gibi özellikleri geliştirmektir [6]. 

Butzer ve arkadaşları, çocuk rehabilitasyonuna odaklanan Myo bileziğine ve elektromiyografiye 

(EMG) dayalı taşınabilir bir 3D prototip oluşturan; Wang ve arkadaşları bir mobil uygulama 

aracılığıyla sesli komutlarla kontrol edilen bir el dış iskeleti tasarladı ve üretti [7]. Li ve arkadaşları, 

“Brainlink Lite” kullanarak beyin sinyallerine dayalı verimli bir kontrol sistemi oluşturdu [6]. Ancak, 

el dış iskeletlerinin her geçen gün gösterdiği ilerlemelere rağmen, elin gerçek performansını bütünüyle 

sağlayamayan sınırlı işlevler hala vardır. 

 

Bu çalışmada, bu cihazların sistematik bir incelemesini sunmak ve gelecekteki projeler ve araştırmalar 

için bir rehber görevi görmektir. El rehabilitasyon cihazları detaylı olarak açıklanmış ve tahrik 

mekanizmaları sunulmuştur. Çalışmanın birincil amacı, nörolojik bir geri bildirim sistemi ile pasif, 

aktif ve aktif yardımlı egzersizler yapabilen bir evde rehabilitasyon cihazları için bir bilgi temeli 

oluşturmaktır.  

 

2. EL REHABİLİTASYON CİHAZLARI 

 

El rehabilitasyon cihazları, el için rehabilitasyon tedavisinin herhangi bir aşaması için tasarlanmış 

cihazlar veya diş telleri olarak karakterize edilebilir. El için rehabilitasyon tedavisi, Kentucky 

Üniversitesi Sağlık Departmanı tarafından özetlendiği gibi belirli egzersiz aşamalarında 

tanımlanmıştır. Burada, el rehabilitasyonunun başlangıcından son aşamalarına kadar metakarpal 

falanks, proksimal falanks ve distal falanks eklemlerinin fleksiyon ve ekstansiyonunu farklı açılarda 

tanımlamıştır [8]. 

 

El rehabilitasyon cihazları; ortezler, dış iskeletler veya uç efektör tabanlı cihazlar olarak 

sınıflandırılmıştır. Her tip cihaz rehabilitasyon sürecine çok önemli faydalar sağlar. Ortezler gerekli 

desteği sağlar ve çoğu el breysi gibi çalışır. Dış iskeletler ve uç efektör tabanlı cihazlar, rehabilitasyon 

tedavisine gerekli olan pasif egzersizleri gerçekleştirir. Bu elektrikli cihazlar, pnömatik ve mafsal 

tabanlı sistemler dahil olmak üzere çeşitli tahrik (eyleyici) mekanizmalarını kullanarak falanksların 

desteklenmesini ve çalıştırılmasını sağlar. El için birkaç rehabilitasyon cihazı yalnızca aktif veya pasif 



 

 
 

 

Canlıdinç, M., Journal of Scientific Reports-C, Sayı 3 10-20, Aralık 2022. 
Canlıdinç, M., Journal of Scientific Reports-C, Number 3, 10-20, December 2022. 

 

 
 

12 
 

egzersizler kullanır. Aktif rehabilitasyon dışarıdan bir kuvvet uygulanmadan gerçekleştirildiğinden, 

sadece aktif rehabilitasyon tedavisi sağlayan cihazlar öncelikle ortezlerdir. 

 

Dış iskeletler ve uç-efektör tabanlı cihazlar, birden fazla çözümü tek bir cihazda birleştirerek hastalara 

hem aktif hem de pasif rehabilitasyon sağlar. Tahriği rehabilitasyon cihazlarına dahil etmek, bir 

fizyoterapistle yapılan standart yüz yüze rehabilitasyona kıyasla motor iyileşmeyi ve rehabilitasyonu 

artırır [9,10]. Aktif ve pasif rehabilitasyon sağlayan dış iskeletler ve uç efektör tabanlı cihazlar 

arasında rehabilitasyon sürecinde belirgin avantajlar veya dezavantajlar net olmamakla birlikte, 

eklemlerin fleksiyon ve ekstansiyonunun kinematik modeli aynıdır [11,12]. Bir dış iskelet ve uç 

efektör cihazının mekanik tasarımları Şekil 1'de gösterilmektedir. 

 

 

Şekil 1. Bir dış iskelet ve bir uç efektör tabanlı cihazların mekanik tasarımları örnekleri a) ExoK’ab 

dış iskeleti ve b) HapticKnob uç efektör cihazı [13,14]. 

 

2.1. Dış İskelet Cihazları 

Dış iskeletler, bir orteze benzer şekilde hedef bölgeye oturacak şekilde tasarlanmış cihazlardır, dış 

iskeletler güvenlik ve destek sağlar; ancak dış iskeletler, son kullanıcıya güç sağlayan işlevler 

sağlayan ek bileşenlere sahiptir. Dış iskeletler, kullanıcının fiziksel performansını artıran giyilebilir 

elektromekanik cihazlar olarak tasarlanmıştır [15]. El rehabilitasyonu için, daha ciddi yaralanmaları 

olan hastalar, rehabilitasyona başlamak için ek güç gerektirir.  

 

Dış iskeletler, Şekil 2’de tasarımlarına özel çözümler sunar. Dış iskeletler her bir parmağı kapsadığı 

için, tek tek eklemler üzerinde çalıştırma, aynı zamanda destek sağlarken ilerlemiş yaralanmaları olan 

hastalar için çok önemlidir. Ayrıca, dış iskeletler, yaşlı veya tedavi merkezlerine uzak hastalar için 

gerekli olan taşınabilir çözümleri sağlar. Dış iskeletlerle ilgili başlıca dezavantajlar, karmaşık kontrol 

algoritmalarını ve cihazın ayarlanabilir olması durumuyla ilgilidir. Bir dış iskelet, her eklem 

üzerindeki her bir uzantıyı harekete geçireceğinden, konumlandırmayı kontrol etmek karmaşık 

stratejiler gerektirir. Ayrıca, dış iskeletler hastanın eline uyacak şekilde uyarlanmalıdır. Uç efektör 

tabanlı cihazlarla, mekanik tasarımlar uç nokta kontrolüne odaklanır ve değişen el boyutlarına göre 

ayarlanabilir. 
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Şekil 2. Dış iskelet cihaz örnekleri. 

 

2.2. Uç Efektör Cihazlar 

Uç efektör cihazlar dış iskeletlerden farklıdır, çünkü eklemler üzerindeki çalıştırma uç nokta 

kontrolüne veya tüm parmak yerine distal falanks (DIP) eklemi üzerindeki kontrole dayanır [16]. 

Tipik olarak, bu cihazlar sabittir, çünkü distal falanks ekleminin uygun konum kontrolü ile 

çalıştırılabilmesi için elin sabitlenmesi gerekir. Şekil 3, bu çalışmada incelenen son efektör el 

rehabilitasyon cihazlarından bazılarını göstermektedir. Taşınabilirlik, hastalar için yararlı, uzaktan 

rehabilitasyon sağlar ancak cihazı olası rehabilitasyon ve ilerleme takibi açısından sınırlayabilir. 

Aubin ve arkadaşları, uç efektör cihazlarının hastanın sağ veya sol eline ve boyutlarına nasıl uyum 

sağlayabileceğini not ederek, değişen yaralanma şiddeti ve el boyutu için tekil bir çözüm sunar [17]. 

 

 

Şekil 3. Uç efektör cihaz örnekleri. 

 

Uç efektör cihazların ana avantajlarından biri, yüksek düzeyde kontrol ve geri bildirimdir. Doğrusal 

raylar ve egzersizler sırasında nörolojik tepkileri okuyan ve görüntüleyen bir kontrol sistemi kullanan 

Amadeo, her yaştan ve şiddetten hasta için eli çalıştırabilir ve iyileştirebilir [18]. Haptic Knob, küre 

üzerinde kuvvet geri beslemesi ve empedans kontrolü kullanarak doğru kontrol sağlayabilir [14]. Ek 

olarak, uç efektör cihazlar, taşınabilirlik artık bir tasarım yönü olmadığı için daha fazla algılama 
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bileşeni kullanabilir [18]. Amadeo, Gloreha, HEXORR ve My-HERO, VAEDA, PneuGlove incelenen 

uç efektör cihazlarıdır [18,19,20,21, 22,23].  

 

Son efektör cihazlar, dış iskeletlere göre önemli avantajlar sağlar. Son efektör cihazlar, genel 

rehabilitasyon ilerlemesinden ödün vermeden çok daha basit kontrol mekanizmalarını içerir. FMA 

ölçeği (Fugl-Meyer Assessment-Hand) puanları önemli ölçüde farklı olmadığından, uç efektör 

cihazlar, karmaşık mekanik tasarımlar olmaksızın yüksek düzeyde kontrol ve güvenlik sağlar. Diğer 

bir avantaj ise artan kullanıcı geri bildirimi miktarıdır. Amadeo gibi cihazlar, egzersizler yapılırken 

hastanın elinin nörolojik profillerini görüntüleyebilir. Ancak, uç efektör cihazlar her bir eklemi tek tek 

sınırlayamaz ve kontrolü yalnızca bir parmağın ucundan harekete geçtiğinden, yanlış hizalama riski 

artar [24]. 

 

2.2.1. El örtezleri 

Ortez olarak sınıflandırılan cihazlar, eli korumak ve desteklemek için oluşturulmuş cihazlardır [25]. 

Bu cihazların tümü aktif terapi sağlar (Şekil 4), ancak yalnızca biri dirençli eğitim sağlar. Bu cihazlar 

tipik olarak herhangi bir güçlendirilmiş bileşen içermediğinden, terapi hasta girişi ile sınırlıdır. Bu 

sınırlama, daha ciddi yaralanmaları olan hastaların uygun tedaviyi almasını engeller [26]. 

 

 

Şekil 4. El ortez örnekleri. 

 

Bazı ortezler, herhangi bir güçlendirilmiş bileşen olmadan güçlendirme egzersizleri sağladıkları için 

dirençli terapiler kullanır. SCRIPT ve Saebo ortezleri, cihazlarında direnç eğitimi sağlamak için yaylı 

kordlar kullanır. Dirençli egzersizler, geç dönem el rehabilitasyonunun bir parçasıdır, çünkü birincil 

amaçları uygun hareket ve yerleştirmeyi yeniden sağlamaktan ziyade kasları güçlendirmektir [27.28]. 

 

3. EL REHABİLİTASYON CİHAZLARININ TAHRİK MEKANİZMALARI 

 

Tahrik (eyleyici) mekanizmaları, dış iskelet veya uç efektör cihazlarda çalıştırıcılardan iletilen gücü 

çevirmek için cihazlarda kullanılan mekanizmaları tanımlar. Pnömatik eyleyiciler, cihazları harekete 

geçirmek için sızdırmaz tüpler veya kanallar gerektirirken, mafsal tabanlı tahrik yalnızca eyleyiciden 

parmağa doğrudan bağlantı gerektirir. Kablo tahrikli sistemler, parmak boyunca bağlı kabloları 

kullanarak çalıştırır.  

 

3.1. Pnömatik Tahrik 

Tipik olarak, pnömatik cihazlar, metakarpal falanks, distal falanks ve proksimal falanks (MCP, DIP ve 

PIP) eklemlerini harekete geçirmek için pnömatik tüpler veya yollar kullanan hava pistonları 

tarafından çalıştırılır. Pnömatik çalıştırma, rehabilitasyon için yüksek tork ve kontrolü sağlar. 
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Pnömatik cihazlar arasında Rutgers Master II ve Power Assist Glove [29,30] bulunur. Pnömatik 

cihazların önemli bir avantajı, ağırlık-tork oranıdır. SymbiHand ele yalnızca 241 g kütle ekler ve 

Power Assist eldiveni yalnızca 170 g ekler [31,32]. Bununla birlikte, SymbiHand pnömatik 

cihazlardan sonra modellenmiş olsa da, bir elektrohidrolik sistem kullanır. Ayrıca, Gloreha eldiveni, 

doğrudan bir pompadan çalıştırılmak yerine hava dolu mesaneleri kullanarak eli harekete geçirir [20].  

 

Pnömatik cihazların ana dezavantajı, gerekli alan, pnömatik ve hidrolik sistemler, kompresör, ayrı 

hazneler, pompalar ve ek güç kaynakları dahil olmak üzere birden fazla bileşene bağlıdır. Düşük 

ağırlık seçenekleri mevcuttur, ancak pnömatik cihazlar dış iskelet tasarımlarını daha fazla 

telerehabilitasyon ve hassas kontrol ihtiyacı ile engelleyebilir [33]. Ayrıca, basınçlı hava kapalı döngü 

içinde iyi çalışır, ancak cihazlar tarafından yürütülen çalıştırma olarak genellikle yavaştır. Artan dönüş 

hızı, daha iyi tork ve kontrol için daha yüksek maliyetli çözümler gerektirir [34]. 

 

3.2. Mafsal Tabanlı Tahrik  

Mafsal tabanlı çalıştırma, uzaktan rehabilitasyon için popüler bir seçimdir. 3D baskılı veya işlenmiş 

mafsallar kullanarak, lineer aktüatörler (eyleyiciler) ve değişken motorlar, güçlendirilmiş tahriği 

çevirir. Bu yöntemi kullanan cihazlar arasında Hand of Hope, CyberGrasp ve HEXORR bulunur. Bu 

cihazlar, her bir parmak için düzlemsel hareket sağlamak, hareket aralığını güvence altına almak ve 

hastaların esnemesini veya düzlemden dışarı çıkmasını önlemek için bağlantılar kullanır [33]. Mafsal 

tabanlı çalıştırma çok yönlüdür ve bir dizi kontrol yöntemiyle uygulanabilirken, pnömatik çalıştırma 

pnömatik kontrolörlerle sınırlıdır. Aktüatörleri sert bir dış iskelet ile birleştirerek, basit ve genellikle 

3D baskılı bağlantılar ile esneme ve uzama hareketi elde edilebilir [33,35]. 

 

Mafsal tabanlı çalıştırmanın bir dezavantajı vardır. Hareket basit olsa da motorlar ve gerekli aktarma 

mafsalları sisteme ağırlık katabilir [35]. Kompakt bir tasarım sağlamak için, Festo'nun Exo Glove ve 

Cyber Grasp [36,37] tarafından görüldüğü gibi, hastanın rehabilitasyon sürecine entegre olabilecek 

diğer algılama bileşenleri pahasına daha pahalı aktüatörler kullanılabilir. Ayrıca, bağlantıların 

eklenmesi, dış iskeletin kinematiğini karmaşıklaştırır. Diğer çalıştırma mekanizmaları tipleriyle, 

kinematik, elin boyutları açısından bağlantı tabanlı sistemler kadar değişmez. Pnömatik çalıştırma ile 

kinematik değişmezdi; bununla birlikte, mafsal tabanlı sistemlerde her bir bağlantının kütlesi, ataleti 

ve ağırlık merkezi her el için değişir. 

 

3.3.Kablo Tahrikli Dış İskeletler 

Kabloyla tahriklenen dış iskeletler, eli iyileştirmek için yeterli tork sağlamak üzere servo vb. motorlar 

kullanır. WearME, SEM Glove ve Delph tarafından tasarlanan eldiven gibi sistemler, düşük ağırlıklı 

çözümler için kablolar kullanır. Kabloyla çalışan sistemlerin uygulanması, cihazın eyleyici 

bileşenlerinin ağırlığını elden uzağa kaydırmasına olanak tanır [38,39,40]. 

Kabloyla çalışan sistemlerin diğer bir avantajı, cihazı çevreleyen yumuşak dış iskelettir. Yumuşak dış 

iskelet, hastanın el boyutlarına göre ayarlanabilen bir tasarım sağlar [41,42]. 

 

Kablolu sistemlerin önemli bir dezavantajı, kayıp ve kontrol sorunlarıdır. Sistem, çalıştırmanın 

kablolar aracılığıyla çevrilmesine bağlı olduğundan, cihaz çalışırken iletim kayıpları yaşar [95]. Kablo 

tahrikli sistemler, tahrik kablosunu serbest bırakmak ve geri çekmek için bu kablonun bir makaraya 

dayanması gerektiğinden, sürtünme kayıplarına daha yatkındır. Sonuç olarak, kontrol ile ilgili bir 

sorun var. Şekil 10'da gösterildiği gibi, WearME cihazı gibi kabloyla çalışan dış iskeletler, cihazı 

tamamen çalıştırmak ve kontrol etmek için gereken mekanizmalar tarafından aşırı yüklenebilir. 

Ayarlanabilir tasarımlarda kablonun konumu değişebileceğinden, konum kontrolüne ek olarak çoklu 
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kontrol yöntemleri kullanılmalıdır. Delph'in eli, doğru kontrol sağlamak için üç kontrol yöntemi 

kullanır: kuvvet, konum ve sEMG [40]. 

 

4. TARTIŞMA 

 

Bu çalışmada, el rehabilitasyonunda kullanılan cihazlar, tasarımları ve tahrik mekanizmaları 

bakımından değerlendirilmiş ve robotik rehabilitasyon yöntemleri hakkında bilgi verilmiştir. 

Geleneksel yöntemlere kıyasla robotik rehabilitasyonun avantajlarından bahsedilmiştir. 

 

Ortezler esas olarak sadece aktif rehabilitasyon tedavisi sağlarken, bazı cihazlarda kullanıcı direnciyle 

eğitim sağlayan parçalar da bulunur. Ancak ortezlerin düşük profili ve maliyetleri, daha gelişmiş dış 

iskelet cihazlarıyla rekabet etmelerini engellemektedir. Dış iskeletler, güç ve desteğin mükemmel 

birleşimini sağlar. Dış gövde, düşük maliyetli plastiklerden basılabilirken, malzeme ihtiyacına bağlı 

olarak yüksek maliyetlerle dış iskeletler de geliştirilebilir. Bu cihazlar tüm rehabilitasyon terapi 

egzersizlerini sağlar. Dış iskelet kullanan hastalar, FMA (Fugl-Meyer Assessment-Hand) ölçeklerinde 

gösterildiği gibi, motor fonksiyon iyileşmesinde daha büyük bir iyileşme bildirmektedir. Uç efektör 

cihazlar, hastaların ilgisini çekecek daha yüksek algılama yetenekleri ve oyunları bir araya getirirerek 

benzer faydaları sağlar. Uç efektör cihazlar biraz daha yüksek hasta skorları sağlasa da, bunlar tekil 

bir konumla sınırlıdır ve taşınabilir olamazlar. Bu nedenle son zamanlarda rehabilitasyonda bir dış 

iskelet cihazı tercih edilir. 

 

El rehabilitasyon cihazlarında, ortezler, dış iskeletler ve uç efektör cihazlar farklı dengelerde 

rehabilitasyon yararları sağlar. Daha yeni tasarımlar, her birinin avantajlarını tek bir cihazda 

birleştirmelidir. Rehabilitasyon cihazlarını değerlendirmek için tek tip bir ölçek olmadığı için 

gelecekteki araştırmaların yapılması gerekecektir. 

 

5. SONUÇLAR 

 

Bu çalışmada, el rehabilitasyonunda kullanılan cihazların tasarımları ve tahrik mekanizmaları 

hakkında bilgi sunulmuştur. Geleneksel rehabilitasyon süreçleri rehabilitasyon uzmanlarının 

uygulamalarına bağlıdır. Rehabilitasyonun uygulanması ve hastada meydana gelen iyileşmelerin elde 

edilmesi zorlu bir süreçtir. El rehabilitasyonunda dış iskelet ve robotik cihazların kullanılmasıyla 

birlikte rehabilitasyonun verimli olarak uygulanabilmesinin önünü açmaktadır. Bu cihazlarla birlikte 

fizyoterapistin iş yükü önemli ölçüde azalmakta ve aynı zamanda hastayla ilgili hızlı ve güvenilir bilgi 

alınmasını sağlamaktadır. Çalışmada incelenen dış iskeletler ve uç efektör cihazlar için klinik 

denemelere bakıldığında, Amadeo, Gloreha, HEXORR ve My-HERO cihazları, FMA ölçeğinde en az 

7 puanlık bir artış bildirmiştir ve standart rehabilitasyon tedavisinin kontrol gruplarından daha iyi 

performans göstermiştir [18,19,20,21]. VAEDA, PneuGlove gibi daha küçük, taşınabilir cihazlar ise 

FMA puanlarını 2-4 puan iyileştirmiştir [22,23]. Hem uç efektör hem de dış iskelet, değişen ölçeklerle 

FMA puanlarını iyileştirmiştir. Bu sonuçlar el rehabilitasyonunda kullanılan cihazların geleneksel 

rehabilitasyon yöntemlerine göre güvenilirliğini ve iyileştirmeyi artırdığını göstermiştir. 

 

TEŞEKKÜR 

 

Bu çalışmada el rehabilitasyonu için tasarlanan, üretilen ve kullanılan cihazların değerlendirilmiştir. 

El rehabilitasyonu için geleneksel ve robotik cihazların üretimine ve geliştirilmesine katkı sağlayan 

araştırmacılara teşekkür ederim.    
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ABSTRACT 

 

In 2019, a new type of coronavirus, Severe Acute Respiratory Syndrome Coronavirus (SARS CoV 2) 

(COVID-19), emerged in Wuhan, China, and this virus spread all over the world and seriously 

threatened human life. In this review article, the drug and vaccine treatment methods applied against 

the COVID-19 virus, which seriously threatens the whole world and takes human health to fatal cases, 

are examined in detail. In some of the applied drug and vaccine treatments and negative effects can be 

seen as well as positive effects. Due to this reason, the application of some treatment methods has 

been stopped. Drug and vaccine studies vary from country to country. For this reason, this study 

aimed to discuss the examples of treatment practices of countries and explain the treatment process. 

 

Keywords: COVID-19, Coronavirus, Drug Treatment, Vaccine Treatment. 

 

1. INTRODUCTION 

 

The novel respiratory disease that name is COVID-19 in the coronavirus family has caused by severe 

acute respiratory syndrome coronavirus SARS-CoV-2, which appeared in December 2019, in Wuhan 

city, China [1, 2], and spread worldwide [3]. As of November 12, 2020, there have reports, resulting 

in more than 33 million confirmed deaths, and COVID-19 has caused more than 1 million deaths in 

the first 6 months [4]. According to the World Health Organization (WHO) report from 30 December 

through 11 October, the number of infections has been over 37 million, and the number of deaths via 

COVID-19 has been one million [5]. In 2022, the number of people who died from COVID-19 

worldwide will be around 1 million per year [6]. Tyrell and Bynoe made the first definition of 

coronavirus in 1966 [7]. Coronaviruses are zones of infectious diseases, and coronaviruses can be 

transmitted from a range of animals, as found in humans, pigs, chickens, bats, and dogs [8]. The ways 

of transmission of COVID-19 to humans are divided into two indirect and direct via contacting the 

infected surfaces, and mouth, nose, and eyes [9]. Another way of transmission is from person to 

person by inhalation of droplets [10]. Coronaviruses cause severe diseases in the respiration system 

and pathology, gastrology, and neurology fields. The first coronavirus (SARS-CoV) caused severe 

respiration disease which was thought to originate in Foshan, China in 2002-2003[11], [12]. The 

second coronavirus MERS-CoV originated from Arabian Peninsula in 2012 [13]. The third 

coronavirus COVID-19 has caused severe diseases in humans to spread globally in the past 2 decades 
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[14]. These CoV viruses of them are zoonotic, and they cause infection in humans [15]. CoV viruses 

(SARS-CoV, MERS-CoV, and COVID-19) are enveloped single-stranded RNA beta coronaviruses, 

positive-polarity, and they have non-structural proteins [16–18]. Ongoing vaccine trials are testing 

with several immune antiviral modulators. 

 

A wide variety of COVID-19 treatment methods have been applied to date. While some of the 

treatment methods are the methods of application on drugs, some of them are studies on vaccines for 

the prevention of the disease. It is in the form of favipiravir, chloroquine and its derivatives, 

Lopinavir, Ritonavir, and various supportive drugs, etc., for patients who have the disease. Various 

vaccine studies have been carried out to prevent and minimize the transmission of the disease from the 

beginning, and some of these vaccine studies are being applied today. Vaccine studies are in the form 

of DNA and RNA-based studies. The most common vaccine treatment method applied today is 

Biotech and Sinovach vaccines. Apart from these, there are various vaccine studies such as Moderna, 

Sputnik, recombinant vaccines, and Live Attenuated vaccines. In this review, detailed information 

about the drug and vaccine studies applied in the treatment of COVID-19 is explained in the relevant 

places. 

 

2. PATHOLOGICAL PROCESS OF COVID-19 

 

When the COVID-19 species enter the human body, it poses a great danger to humans because it 

affects cellular and humoral immunity of the human. However, this situation is difficult because the 

COVID-19 virus uses (Angiotensin Converting Enzyme) ACE 2 and hides inside the cell [19]. 

Because the COVID-19 virus uses cell membranes, the cell surface serine protease TMPRSS2 and 

CD147 proteins37,38,39 and thus it is very difficult to hold and die in the cell [19–22]. The mortality 

rate of COVID-19, which is an acute disease, is generally around 2% according to the reports in the 

literature. The onset of severe discomfort due to massive alveoli can cause respiratory failure [12, 23, 

24]. Xu et al. reported the pathological findings of COVID-19 and the findings of clinical tests [23]. 

According to this report, a 50-year-old man presented with symptoms such as fever, chills, and dry 

cough when he was admitted to the fever clinic. It was stated that this patient had a dry cough with 

mild tremors on the first day of his illness but did not go to the doctor and continued his work until the 

9
th

 day of his illness. On the 9
th

 day, it was stated that he caught COVID-19 with inverse time PCR 

performed by the doctors. Oxygen therapy has been initiated. Subsequently, a moxifloxacin (0-4 g 

once a day, intravenously) supplement was initiated to prevent secondary infection with 5 million 

units of interferon alfa-2b twice a day and 500 mg lopinavir plus ritonavir twice daily. 80 mg 

methylprednisolone was administered twice to reduce respiratory distress. However, the cough and 

weakness did not decrease. On the 12
th

 day of the disease, progressive infiltration and widespread grid 

shadow occurred in both lungs. Although the oxygen saturation was 95% on the 13th day, other 

symptoms did not improve. On the 14th day, the oxygen saturation dropped to 60 percent and the 

patient died due to a heart attack. According to these results, desquamation and hyaline membrane 

formation were observed in the right lung tissue of the patient. This was observed to cause shortness 

of breath in the patient. It was stated that pulmonary edema and hyaline membrane formation in the 

left lung wall membrane suggested early stage acute (Respiratory Distress Syndrome) ARDS. In liver 

biopsy test results, microvascular steatosis and mild lobular and portal activity were observed. These 

were caused by the drugs given. There were no significant signs of damage to the heart tissue[23]. The 

death rate of COVID-19 due to diseases is as in Figure 1. 
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Figure 1. COVID-19-related death rate of diseases [25]. 

 

“Reprinted from [25]-Draft landscape and tracker of COVID-19 candidate vaccines- Estimating 

excess 1-year mortality associated with the COVID-19 pandemic according to underlying conditions 

and age: a population-based cohort study-2022).  

 

3. DRUG THERAPY AGAINST COVID-19 

 

It can be evaluated under two headings as antimicrobial drugs and supportive drugs. 

 

3.1. Antimicrobial Drugs against COVID-19 

Drugs showing antimicrobial effects against COVID-19 virus are Remdesivir, Favipiravir, 

Chloroquine, Hydroxychloroquine, and Lopinavir / Ritonavir. Remdesivir treatment is an antiviral for 

research purposes and clinical studies are still ongoing. Similarly, Favirapir continues for research 

purposes. Chloroquine and hydroxychloroquine have a limited number of uses[26]. 

 

3.1.1. Remdesivir (GS-5734) 

This drug application is in the investigational nucleoside analog classification [26]. It is from the 

antimicrobial class with Remdesivir activity and has been used against COVID-19 as an antiviral in a 

wide-broad range [26–28]. Remdesivir (Gilead Sciences Inc., Foster City, CA, USA) is administered 

to the patient during the 10-day, 200 mg on the first day and 100 mg on the other days as a 

supplement [29]. This drug can bind to the RNA enzyme RNA polymerase (RNARp) in the form of a 

substrate, thus integrating as part of the virus RNA loops [29, 30]. When the cases in the past are 

examined, this drug has been used for SARS-CoV, MERS-CoV, and Ebola virus for patients [27, 29]. 

In the studies performed in mice, it was observed that viral load decreased after virus exposure, and 

early Remdesivir drug use (i.e.,> 2 orders of magnitude on day 2–5 post-infection). Thus, it has been 

observed that Remdesivir clearly improves the respiratory distress observed because of the disease 

caused by the virus, significantly reduces the disease caused by the virus, and stops its progression 

[31, 32]. According to data obtained from various countries, patients exposed to COVID-19 virus 

were treated with the Remdesivir drug, and the recovery rate was statistically 68% with this drug. 53 



 

 
 

 

Altuner, vd., Journal of Scientific Reports-C, Sayı 3, 21-38, Aralık 2022. 
Altuner, et all., Journal of Scientific Reports-C, Number 3, 21-38, December 2022. 

 

 
 

24 
 

out of a total of 58 patients improved with this drug supplement [29, 33]. However, it is a drug used in 

antiviral treatment methods, and it is an antiviral drug used in the treatment of COVID-19 (SARS-

CoV 2) [29, 31]. 

 

3.1.2. Favipiravir 

Another RNA polymerase inhibitor drug, like Remdesivir, is Favipiravir. Favipiravir (Fujifilm 

Toyama Chemical Co. Ltd, Tokyo, Japan) is used in the treatment of COVID-19 [31, 34]. This drug is 

known for its effectiveness against oseltamivir-resistant influenza A, B, and C viruses in vitro. This 

drug is known for its effectiveness against oseltamivir-resistant influenza A, B, and C viruses in vitro. 

It is a wide range of broad spectral antiviral spectrum against COVID-19 and coronavirus family[28, 

35]. In COVID-19 patients, favipiravir (n = 35) treatment was supplemented in combination with 

inhaled interferon alfa compared to ritonavir (n = 45) [35]. In the favipiravir application, it is given to 

the patient in two ways. For this, after 1600 mg is given on the first day, it is given at intervals of 600 

mg for 2-5 days. In the second application, 1800 mg is given on the first day. 800 mg administered at 

intervals of 2-5 days. Tocilizumab 22 and Chloroquine 23 can be used together as supplements[36]. 

Favirapy-induced maximum plasma protein binding is two hours after dosing and 54% for humans 

[35]. 

 

3.1.3. Chloroquine 

This drug is antimalarial classification [26]. Chloroquine is one of the drugs used against the SARS-

CoV 2 virus with its immunomodulating property [26, 28, 37, 38]. The mechanism of this drug is 

likely to involve viral DNA or RNA assembly, and viral protein glycosylation. ACE2 inhibition and 

the emergence of the immunomodulating property of the released cytokine are other mechanisms [26, 

39–41]. In in vitro tests, this drug has been observed to inhibit the development of the COVID-19 

virus. This situation has also been supported by clinical tests. According to these clinical tests, the 

virus-inhibiting properties of chlorogenic were also supported in approximately 100 patients with 

COVID-19 disease [28, 38]. The long-term use of chloroquine seriously affects human life negatively, 

so long use is not recommended [42].This drug has been used previously in MERS-CoV and SARS-

CoV 1, which are members of the coronavirus family, and its effectiveness in inhibiting viruses is 

reported. It has been proven to inhibit the COVID-19 virus (SARS-CoV 2) in Vero E6 cells with a 

value of 1.13 µM in 48 hours. For 39 cases diagnosed with COVID-19, 2 X 300 mg of 

hydroxychloroquine was administered for 10 periods [42, 43]. On day 6, a significantly higher loss of 

viral RNA was observed in nasopharyngeal sampling [42, 43]. Using azithromycin and 

hydroxychloroquine in six patients, viral clearance was 100% on day 6. For the monthly study, 78 of 

80 COVID-19 cases were achieved by clinical regression, and the rate of obtaining negative data in 

PCR results after one week was 83%. On the 8th day, this rate increased to 93% [42, 44]. This drug 

has the status of a drug that prevents the virus from entering the cell.  

 

3.1.4. Hydroxychloroquine 

This drug is a derivative of chloroquine and this drug is in the antimalarial class [25]. Like 

chloroquine, it has immunomodulating properties of the COVID-19 virus[26, 28]. Chloroquine and 

hydroxychloroquine are used for antiviral prophylaxis due to their ability to prevent the COVID-19 

virus from entering cells [26, 42]. However, enough clinical studies and statistical data have not been 

reported for this treatment use[45]. Steps such as inhibition of viral enzymes, transport of DNA or 

RNA polymerase, transport of new virus particles, and virus release can be observed in the process of 

mechanism. In addition, processes such as ACE 2 cell receptor inhibition, and cytokine release 

immunomodulation can be observed [28, 38–40, 46, 47].  
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3.1.5. Lopinavir / Ritonavir 

Similarly, another drug is Lopinavir. Lopinavir is a protease inhibitor. It is produced from ritonavir 

and is usually co-administered with lopinavir. It has been shown that when co-formulated drugs are 

administered, the viral load is significantly suppressed in adults and children [48]. These two drugs 

are in the HIV protease inhibitor classification [49–51]. While International Chest Diseases experts 

recommend the administration of these two drugs to COVID-19 patients with moderate levels [52], it 

is given to patients with moderate and severe COVID-19 disease in Europe. Of the 199 patients who 

had COVID-19 disease and were laboratory-confirmed, 99 received lopinavir/ritonavir therapy. 

Gastrointestinal adverse side effects were not commonly observed in the standard group in this 

observation. While the percentages of patients with different time intervals with viral RNA showed a 

similar effect, clinical improvement was reported 1 day earlier in lopinavir/ritonavir therapy than in 

standard care [48]. 

 

3.2. Supportive Drugs 

Drugs in this group support other treatment applications used against the COVID-19 virus. It is 

recommended to use heparin together with venous thromboembolism prophylaxis. Since the 

molecular weight of heparin (LMWH) is not very high, it is recommended to use this pair. 

Azithromycin is used in adjunctive therapy according to theoretical knowledge. It is a metered dose 

inhalation application of bronchodilators against the risk of viral COVID-19 transmissions [53, 54].  

 

3.2.1. Anticoagulation 

In cases caused by COVID-19 infection, thrombosis is a very common condition. This is thought to be 

due to infection, advanced age, and comorbidities. Venous thromboembolism (VTE) prophylaxis is 

stopped for a fibrinogen count less than 0.5 g / L [26, 53, 55, 56]. Anticoagulation is not 

recommended for patients diagnosed with COVID-19 in the absence of venous thromboembolism [26, 

57]. It has been reported in the literature that vasculitis and increased occlusion of small pulmonary 

vessels in patients infected with postmortem lung infection materials [58], [59].  

 

3.2.2. Azithromycin 

Azithromycin is a drug in macrolide antibacterial in classification [60]and, is used against COVID-19 

virus for supportive and adjunctive drugs. The macrolide class in which this drug is present shows its 

role as an immunomodulator in pulmonary inflammatory conditions. This means that reactive oxygen 

type radicals that accumulate in the lungs and damage cells are reduced, inhibited, and their negative 

effects are eliminated [42, 61–64]. Drugs such as Clarithromycin, erythromycin, bafilomycin A1 and 

telithromycin are the counterparts of azithromycin and have immunomodulating activity [65]. 

Therefore, they are used in COVID-19 viral therapy [65, 66]. It is given to the patient with other drugs 

and is an additional drug. In a clinical trial on 20 patients in France, patients were administered 

hydroxychloroquine and compared 16 times with controls. These controlled patients refused the 

combination of contraindication and hydroxychloroquine. He was treated with a combination of six 

200 mg hydroxychloroquine 3 times a day for 10 roses of the process. For the 4-day process, 500 mg 

azithromycin was administered on the first day and 250 mg azithromycin was administered on the 

other days. According to the results, 100% of the patients treated with the combination in the 6 days 

showed that using only hydroxychloroquine, the azithromycin combination, or the control groups, 

100% of the patients were cured. In treatment with hydroxychloroquine, 57.1% of patients are cured 

and 12.5% are under control [65].  
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3.2.3. Interleukin-1 (IL-1) antagonists 

Franzetti et al reported the first treatment of interleukin-1 (IL-1) antagonists anakinra with available 

therapy for COVID-19 disease [67]. According to this report, it was observed that he got COVID-19 

disease when he applied at the hospital with symptoms such as 39 C fever, cough, and sore throat on 

March 10, 2020. This patient did not have any health problems except that he was a smoker and his 

body mass index was 30.8 kg / m
2
. Various drug treatments were started for this patient, whose 

oxygen saturation was 92%. Although the treatment process was initiated with certain doses of drugs 

such as lopinavir/ritonavir, hydroxychloroquine, azithromycin, and remdesivir, this patient’s condition 

became very critical. On the 7
th

 day, the ratio of arterial oxygen partial pressure to fractional inspired 

oxygen (P / F) was 50%. Fever, asthenia, and anorexia also got worse. This patient was immediately 

started on anakinra treatment with a dose of 100 mg every 6 hours for 7 days. The patient’s test turned 

negative, but permanent critical respiratory functions occurred during the normalization process. On 

the 32
nd

 day, the oxygen saturation of this patient was 93% [67]. 

 

4. VACCINE STUDIES 

 

One of the most steps in the fight against Covid -19 is vaccination studies. Vaccine studies are 

generally of two types. These are passive and active immunity. Vaccines constitute one of the biggest 

success stories in the healthcare industry [68]. 

 

The vaccination trial should also have a high benefit for each population. According to WHO, “The 

vaccine should provide a reasonably positive benefit-risk distribution; it should show high efficacy, 

show only moderate or transient side effects, and not cause extreme pain.” The vaccine should be safe 

enough to be prescribed to women of all ages, including pregnant and lactating women, and should 

include an accelerated onset of protection with a single dose and at least one year of protection [69]. 

 

4.1. Traditional Viral Vaccines 

Inactivated or attenuated viruses are used in conventional viral vaccines. Thanks to advances in 

molecular virology consistent with viral immunology, it is now possible to genetically engineer 

vectors expressing only viral antigens that cause immune correlates of defense [70]. 

 

However, there are significant trust issues in terms of vaccine trials. Public issues regarding 

vaccination should include vaccine safety, vaccine costs, and the latest scientific results, in addition to 

vaccination policy and guidelines. Public vaccine admission decisions are based on a combination of 

scientific, psychological, sociocultural, and political considerations, all of which need to be better 

understood. These problems are very difficult to overcome. Conditions such as lot size required for 

production, release controls to market, shelf life required for the drug, filling into single or multiple 

dose vials or syringes, and the production of freeze-dried or stabilized liquid formulations cause 

global uncertainty in vaccine supply. The transport of vaccines can also pose a problem. It must 

follow various specifications, including cold chain standards as well as packaging and labeling in 

various languages for various markets [71, 72].  

 

Different cell lines can be used in animal cell culture. Each cell line, virus type, and vaccine definition 

require a separate production and purification method. Each cell line also feels different 

environmental conditions and stabilization requirements [73, 74]. 
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4.2. Live Attenuated Vaccines 

Pathogens in live attenuated vaccines have been selected to be less virulent. They cannot reproduce 

the true disease or soberly mimic the disease in its altered state [75]. The pathogens in live attenuated 

vaccines are attenuated, so they mimic the normal infection cycle. By continuously moving the 

pathogen to tissue cultures, damaged types of microorganisms may be collected. In either one or two 

doses, live attenuated vaccines will offer lifetime protection in the body against the disease-causing 

microorganisms. Measles, smallpox, and yellow fever virus vaccines, as well as the tuberculosis 

vaccine as a bacterial vaccine, are examples of these vaccines [76]. Pathogenic or genetically 

engineered microorganisms capable of expressing one or more defensive genes from another 

microorganism make up live recombinant vector vaccines. These vectors cannot grow into the original 

virulent virus, and they are not pathogenic in hypersensitive species [77]. 

 

4.3. Recombinant Vaccines 

Recombinant protein vaccines are a central component of second-generation vaccines, and they’ve 

been thoroughly investigated since the 1990s. Such research relies on live recombinant bacteria, fungi, 

or viruses that can express antigens from Leishmania parasites. In these systems, bacteria, parasites, or 

viruses serve as antigen carriers and adjuvants [76]. The artificial realization of genetic recombination 

events is the basis of rDNA science. The technology entails using an appropriate vector to move DNA 

fragments of a target gene sequence from several sources to another host (expression systems). This 

technology, which has a wide range of uses, could address critical life problems such as improving 

health, rising food supplies, and reducing the harmful impacts of various environmental factors. Aside 

from the safe use of recombinant pharmaceuticals, this technology is used in biotherapy and 

intervention in major diseases, as well as gene therapy and genetic engineering [78].  

 

The following coronavirus vaccine experiments have begun phase III trials and have been published in 

the literature. Only the most commonly available vaccines are discussed in this publication. Figure 2 

shows the achievements of some countries in vaccination studies [79]. 

 

 

Figure 2. Share of people vaccinated against COVID-19 (Nov.2021) (“Coronavirus (COVID-19) 

Vaccinations - Our World in Data,” 2021) “Reprinted (adapted) from [80] Official data collated by 

Our World in Data (2021). 
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4.4. Sinovac/Coronavac 

In collaboration with the Bhutan Institute, Sinovac has started a Phase III vaccine trial to evaluate the 

efficacy and safety of 9,000 volunteer healthcare professionals in six Brazilian states [81]. 

It is a company managed by Helen Yang headquarters based in China. SinoVac Biotech Ltd. has 

prepared a vaccine called "CoronaVac". Volunteers in Indonesia and Brazil carried out the first phase 

of the studies. CanSino Biologics Inc. announced that it achieved a satisfactory immune response 

against the COVID-19 virus in a phase 2 trial on 508 volunteers [82]. The vaccine is manufactured by 

Sinovac Life Sciences (Beijing, China) and contains 3 μg / 0.5 mL inactivated SARS-CoV-2 virus and 

aluminum hydroxide as an adjuvant [83].  

 

Sinovac is currently the main covid-19 vaccine in many low- and middle-income countries. The first 

trials of Sinovac in China have only been reported in Indonesia on adults under 60 years of age [84]. 

[82]. Sinovac/CoronaVac has fully inactivated virus vaccines as an adjuvant. [85].  

Conducted Phase III, randomized, multicenter, endpoint-guided, double-blind, placebo-controlled 

clinical trials to evaluate the efficacy and safety of the adsorbed COVID-19 vaccine (inactivated) 

produced by Sinovac [83]. 

 

They published a publication for business officials for Phase III research. Sinovac: “This is a phase III 

clinical trial involving healthcare professionals to evaluate the efficacy and safety of Sinovac's 

Adsorbed COVID-19 (inactivated) vaccine. It will be a placebo-controlled, double-blind study in 

which participants will be randomly assigned to either arm (placebo or vaccine). In the vaccination 

method, two doses of intramuscular doses (deltoid) are used at 14-day intervals. After the second 

week after vaccination, the study will evaluate cases of COVID-19 reported as symptomatic SARS-

CoV-2 infections. Adults (18-59 years old) and Elderly (18-59 years old) are divided into two age 

classes for protection and immunogenicity (60 years and over). The safety database aims to identify 

adverse reactions with a frequency of 1: 1000 or more in adults and 1: 500 in the elderly. Two groups 

were evaluated for 12 months. (Clinical experience background: NCT04456595 Change History for 

the Study), Actual Register ICMJE (Submitted on February 10, 2021)”[83].  

 

4.5. Pfizer/Biontech 

Pfizer and BioNTech announced on November 9 that Covid-19 vaccine candidates are closer to being 

accepted. After seven days of testing on 43,500 people in phase III phase clinical trials, it was found 

to be met with a 90 percent efficacy rate. It has been reported that the vaccine is free from safety 

concerns [86]. Pfizer-BioNTech COVID-19 vaccine contains the following components: “mRNA, 

lipids ((4-hydroxybutyl) azanediyl) bis (hexane-6,1-diyl) bis (2-hexyldecanoate), 2 [(polyethylene 

glycol) -2000] -N N-ditetradecylacetamide, 1,2-Distearoyl-sn-glycero-3-phosphocholine and 

cholesterol), potassium chloride, monobasic potassium phosphate, sodium chloride, dibasic sodium 

phosphate dihydrate and sucrose” [87, 88]. During the delivery, packaging, and storage of the 

vaccine, the cold chain should be noted. Pfizer vaccine must be stored at 70 °C [89]. On December 10, 

an independent advisory panel of the US Food and Drug Administration (FDA) recommended the 

Pfizer BioNTech covid-19 vaccine for emergency use. Following this consent, work on 

implementation will continue in all 50 states. It is expected that full FDA approval will be issued in a 

limited period [90]. This permission: On December 11, 2020, the FDA will take place by the use of 

the Pfizer-BioNTech COVID Pathogens in live attenuated vaccines have been selected to be less 

virulent. They cannot reproduce the true disease or soberly mimic the disease in its altered state. -19 

vaccine to prevent COVID-19, administered in 2 doses 21 days apart. Likewise, the European 

Medicines Agency (EUA) has issued an emergency use permit. The first dose of Pfizer-BioNTech 
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COVID-19 vaccine was administered, which was reported on December 12, 2020, in the United 

States. In the United States of America; 4.393 (0.2%) adverse events were reported after the Pfizer 

BioNTech COVID-19 vaccine was received (Usually anaphylaxis and severe allergic reactions - to the 

Vaccine Adverse Event Reporting System (VAERS)) (as of January 3, 2021) [91]. 

 

Based on the Pfizer-BioNTech COVID-19 vaccine clinical trials (Phase II/III); A large randomized, 

double-blind, placebo-controlled trial was conducted involving more than 43,000 people (median age 

= 52, range = 16). The vaccine was stated to be 95.0% effective in preventing the disease [87]. 

 

In the sample, there were reportedly 170 confirmed cases of covid-19, of which 162 were in the 

placebo category. Phase III trial commencement started on 27 July with the participation of 43,661 

people. In the United States, 45 percent of the participants were between the ages of 56 and 85. Pfizer 

claims the potential is the same regardless of age or gender. In people over 65 years of age, racial, 

racial, and ethnic demographic characteristics are 94 percent effective [92]. 

 

4.6. Moderna/ MRNA-1273 

Messenger RNA (mRNA) is a very unstable molecule that cells employ to make proteins. In a 

laboratory, mRNA may be generated, and when injected into cells, it can induce protein fragments to 

be produced. When these little protein fragments (peptides) exit the cell, the body might mount an 

immunological response against them. Using this approach to vaccinate people against COVID-19 

infection in Moderna, USA [93]. The MRNA-1273 vaccine is based on mRNA encapsulated in lipid 

nanoparticles encoding the prefusion-stabilized full-length spike protein of SARS-CoV-2, the virus 

that causes Covid-19. It has been stated that there are no known safety risks other than intermittent 

local and systemic reactions [94] The European Emergency Use Authorization (EUA) for a lipid 

nanoparticle encapsulated Moderna COVID-19 (mRNA-1273) vaccine was released by the Food and 

Drug Administration (FDA) on December 18, 2020. (ModernaTX, Inc; Cambridge, Massachusetts) 

[95]Moderna COVID-19 vaccine, efficacy: 94.1%; 95% CI: 89.3%, 96.8% reported. Vaccine 

composition; Based on the SARS-CoV-2 spike glycoprotein (S) antigen encoded by RNA; 

Formulated in lipid nanoparticles (LNP). According to the company's statement; “Dosing regimen 

Intramuscular 2 series of doses 28 days apart; It has been explained that individuals aged 18 years 

and older should be given 100 µg each caused by SARS-CoV-2” [96]. Moderna needs to be kept at 

−20 ° C [89]. On December 8, 2020, the Food and Drug Administration (FDA) issued an Emergency 

Use Permit (EUA) for the Moderna COVID-19 vaccine, administered in 2 doses 1 month apart to 

prevent COVID-19. The Vaccination Practices Advisory Committee (ACIP) issued another 

provisional recommendation for the use of the Moderna COVID-19 vaccine on December 19, 2020 

[97]. 

 

4.7. AstraZenica/ ChAdOx1 nCoV-19/ University of Oxford 

This vaccine has been obtained in collaboration with UK research centers and AstraZeneca. Older 

individuals seem to tolerate the disease better than younger individuals. It has also been reported to 

have similar immunogenicity in all age groups [98]. 

 

4.8. Sputnik V/ Gam-COVID-Vac 

Gamaleya National Center for Epidemiology and Microbiology in Moscow, Russia reported from the 

beginning of the pandemic that it was working on a prototype of Sputnik V funded directly by the 

country's sovereign wealth fund (RDIF) [99]. The Sputnik V vaccine of Russia was developed and 

registered by the Gamaleya National Center for Epidemiology and Microbiology. The vaccine is 
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currently not widely used, although phase III clinical trials have not been completed. Latin America 

(Mexico and Brazil), Russia, and several Gulf countries (Saudi Arabia and UAE) hosted phase III 

trials with 2,000 volunteers [86]. Sixty-two (1-3%) of the 4902 participants in the placebo group and 

16 (01%) of the 14,964 participants in the vaccination group chose to accept the second dose of 

vaccine 21 days after the first dose. According to the graph of the event rate in the two groups that 

resolved over time, the immunity required to avoid disease was achieved within 18 days after the first 

injection. This security applies to individuals of all ages, including those over the age of 60. Those 

affected but vaccinated show that the severity of the disease decreases as immunity improves. Three 

deaths in the vaccination community resulted in patients with common comorbidities and were 

considered unrelated to the vaccine. A negative result was not found regarding the side effect of the 

vaccine. Based on the number of confirmed COVID-19 cases, it was confirmed that the vaccine 

efficacy was 91 percent 21 days after the first injection, with a predicted reduction in disease 

incidence. It has been stated that the vaccination after one dose is very useful in terms of maintenance 

[100, 101]. 

 

4.9. Vaccine Treatment Results 

The results of different vaccine studies conducted in 2021 as a result of clinical examinations are as in 

Table 1. According to the findings, some vaccines give a cure result of about 100%, while the lowest 

rate is 83%. 

 

Table 1. Recovery vaccine results against COVID-19 in 2021 [102]. 

Vaccine name Doses Who get vaccine Protection from 

COVID-19 (at home) 

Moderna 2 ~15000 97% 

Pfizer / Biontech 2 ~18600 100% 

Sinovac/ Coronavac 2 ~12500 83% 

Astrazenaca 2 ~8588 100% 

Johnson&Johnson 1 ~22000 85.4% 

Sputnic V 2 ~14964 100% 

Novavax 2 ~8833 100% 

 

5. CONCLUSION 

 

In this review article, detailed information about the drugs and vaccine applications used in the 

treatment process from the onset of COVID-19 disease is given. Clinical reports from treatment 

methods are discussed. Drug treatments are generally applications in the form of antimicrobial drugs 

and supportive drugs. Drugs used in drug treatments are generally as follows: Emdesivir, Favipiravir, 

Chloroquine, Hydroxychloroquine, Lopinavir / Ritonavir, Chloroquine / Hydroxychloroquine, and 

supporting agents. Some of these drugs are in clinical practice. DNA and RNA-based vaccines have 

been developed for patients with COVID-19 disease. The main ones of these vaccines are Sinovac, 

Biotech, Moderna, AstraZeneca, Sputnik V, etc. Although there are many vaccines, they include the 

most effective and those that have been authorized and implemented by the FDA and EUA. Vaccine 

studies continue in developed and developing countries. In this way, it is aimed to get away from the 

economic pressure on countries and psychological factors on people. COVID-19 drug and vaccine 

studies are also applied to the structure of the coronavirus family. Therefore, these treatment methods 



 

 
 

 

Altuner, vd., Journal of Scientific Reports-C, Sayı 3, 21-38, Aralık 2022. 
Altuner, et all., Journal of Scientific Reports-C, Number 3, 21-38, December 2022. 

 

 
 

31 
 

will be applied against new coronavirus mutations in the future and will guide new drug and vaccine 

studies. 
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